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APPROVED SIGNATORY 

CUSTOMER  Test company       
       
SERIAL NO:  serial   DATE OF CALIBRATION:    4th May 2007 
 
TEMPERATURE: 20oC  +/- 2oC   CALIBRATION PROCEDURE: CP 00 
 
BASIS OF TEST: BS 000: 1972 
 
DESCRIPTION  A Pair of Grade A Parallels with a stated size of 12" x 2" x 1" 
   submitted for calibration. 
 
 REPORT      
   
FEATURE CHECKED    TOLERANCE   RESULTS A     RESULT B 
 
Deviation on thickness from nominal  +/- 0.0005"    - 0.0000"        - 0.0000"   
Deviation on width from nominal   +/- 0.0005"    - 0.0000"        - 0.0000"   
Variation in thickness         0.0003"      0.0000"          0.0000"   
Variation in width         0.0003"      0.0000"          0.0000"   
Straightness     +/- 0.0003"   +  0.0000"       + 0.00000"  
Squareness of adjacent faces        0.0002"      0.0000"          0.00000"   
Equal mean thickness of pair        0.0003"       0.0000”     
Equal mean width of pair            0.0003"   0.0000”    
          
FEATURES CHECKED SATISFACTORY TO BS 000: 1972 
   
Measurement Uncertainty:   +/- 0.00012"   
     
EQUIPMENT USED: BMS 444 Certificate No. 84430,  
   BMS 008 Certificate No. 19286/01/001 
 
  

4th May 2007 00000/00/000 

1 1 

Email: unit28 @brunelmetrology.co.uk  

 

ALL MEASUREMENTS ARE TRACEABLE TO NATIONAL STANDARDS VIA UKAS. CERTIFICATION OF PRIMARY STANDARDS. 
DOCUMENTATIVE EVIDENCE AVAILABLE UPON REQUEST          BMS 010/6 
COMPANY NUMBER 3973573: THE COMPANIES REGISTERED OFFICE IS SITUATED AT 9 PORTLAND SQ, BRISTOL, UK 


